[Testing of the new artificial lung ventilation apparatus Avenir-221P].
Results of testing of new apparatus for mechanical lung ventilation (MLV) Avenir-221 P under conditions of postsurgical resuscitation are discussed. Particular emphasis is placed on specific features of the use of the MLV apparatus Avenir-221 P in military hospitals.